INTRODUCTION
============

High blood pressure (BP) is the leading modifiable risk factor for death and disability in the world, affecting an estimated 1.4 billion adults globally, and leading to over 10 million deaths per year \[[@R1],[@R2]\]. It is a leading cause of heart disease, stroke, and chronic kidney disease and a major contributor to escalating healthcare costs \[[@R3]\]. With an overall global adult prevalence of 31%, high BP is highly prevalent in all major regions of the world \[[@R2]\]. However, in absolute numbers, it is low-to-middle income countries (LMICs) that bear the highest burden of illness, having over one billion individuals affected, and possessing awareness, treatment and control proportions that lag high-income countries to a considerable degree \[[@R2]\]. Accordingly, ongoing efforts to improve the diagnosis, prevention, treatment, and control of hypertension globally must include tailored interventions that prioritize reductions in regional disparities \[[@R4]\].

Accurate and reliable BP measurement is essential for the proper diagnosis and management of hypertension \[[@R5]\]. On a population-wide level, a 5-mmHg difference in SBP corresponds to an estimated 6% absolute and 30% relative change in hypertension prevalence \[[@R6]\]. Accordingly, the effect of a 5-mmHg error in BP measurement, assuming a global prevalence of 1.4 billion \[[@R2]\], could lead to the incorrect classification of hypertension status in 84 million individuals worldwide. Therefore, the ramifications of inaccurate measurement on a global level are profound.

Blood pressure is a physiological parameter that changes constantly in response to endogenous factors and exogenous stimuli \[[@R7]\]. This variability makes assessment of 'usual' BP, which is defined as an individual\'s true or genuine BP, challenging. BP measurement is perhaps the most commonly performed procedure in clinical medicine and, although, at first glance, it seems simple, in reality, many steps must be performed sequentially and optimally in order to produce a reproducible result reflective of usual BP. Accordingly, the individual responsible for measuring BP, herein referred to as the 'observer', must be meticulous in terms of following recommended techniques \[[@R8]\]. The challenges posed by the variable nature of BP were recognized over a century ago by Riva-Rocci *et al.*\[[@R9]\], who noted that taking multiple measurements and standardizing the measurement conditions could optimize use of the technique in clinical practice. He concludes, in his seminal paper written in 1896, that '... if the procedures are neglected, and the doctor is satisfied with a crude reading, the method will become useless and will be quickly abandoned as a scientists' indulgence' \[[@R9]\].

Unfortunately, in contemporary clinical practice, BP measurement is often suboptimally performed, and this type of unstandardized BP measurement leads to errors that can inappropriately alter management decisions in 20--45% of cases \[[@R10]--[@R13]\]. The problem of unstandardized BP measurement has persisted for decades despite extensive education and substantial efforts to raise awareness on the adverse consequences of inaccurate clinic BP measurement \[[@R5],[@R14]\]. Time constraints and suboptimal technique leading to poorly performed auscultation are responsible for much of this error \[[@R10],[@R15]\]. Potential solutions to minimize error, discussed below, include simplifying the measurement process by using automated devices and encouraging observers to undergo certified training and re-training to promote ongoing use of standardized measurement techniques.

The aim of the Lancet Commission on Hypertension was to identify key actions to improve the global management of BP both at the population and the individual levels, and to generate a campaign to adopt the suggested actions at national levels to reduce the impact of elevated BP globally \[[@R4]\]. The purpose of this position statement is to provide guidance towards optimizing observer-related clinic BP measurement performance for hypertension diagnosis and treatment, with special attention given to measurement in LMIC settings. We begin with a brief review of different measurement modalities, including a discussion of optimal measurement technique and the errors that result from deviating from standardized measurement practices. We then outline the impact of observer training on performance of BP measurement. Subsequently, we discuss BP measurement in LMIC settings, specifically the practical considerations that limit achievement of best practice. We close with recommendations for optimizing observer accuracy in clinic BP measurement and provide suggestions on future directions.

TYPES OF BLOOD PRESSURE MEASUREMENT USED IN CLINICAL PRACTICE AND OPTIMAL MEASUREMENT TECHNIQUE
===============================================================================================

Direct (or intra-arterial) and indirect (cuff-based) BP measurement are the two major methods employed in the clinical care setting and are summarized in Table [1](#T1){ref-type="table"}. Indirect measurement is typically performed via auscultation or by using a semi-automated or fully automated device, which most often uses the oscillometric technique (Table [1](#T1){ref-type="table"}). Although there are definitions in the literature for semi-automated and automated BP measurements, herein we refer to semi-automated as those devices that require a manual inflation (e.g. with using bulb compressions). Once inflation has been completed, these devices typically use an automated deflation process to determine BP. In contrast, fully automated devices have automated inflation and deflation -- the user initiates a measurement, usually by pressing a button, and the remainder of the inflation--deflation process is automated. Automated office BP (AOBP) measurement is a subtype of automated measurement that involves taking sequential automated measurements rather than a single measurement at a time. In the oscillometric technique, arterial pulses are first sensed, filtered, processed and, then, a proprietary algorithm is applied to estimate BP \[[@R16]\].

BP measurement should be performed carefully by a trained observer using standardized methodology (Table [2](#T2){ref-type="table"} and Fig. [1](#F1){ref-type="fig"}; Supplementary Figures S1--S5) \[[@R5]\]. The mean of multiple research quality auscultatory and, more recently, automated oscillometric measurements, sometimes taken over two or more clinical visits, was the method used to estimate the usual BP in many foundational prognostic and therapeutic studies in the field of hypertension \[[@R17]--[@R19]\]. Multiple readings over time are required to estimate the usual BP, allow for regression to the mean, and reduce the white-coat effect \[[@R20]\].

![Standardized blood pressure measurement procedure.](jhype-37-1737-g001){#F1}

CAUSES OF INACCURATE BLOOD PRESSURE MEASUREMENT IN CLINICAL PRACTICE
====================================================================

Unfortunately, standardized auscultatory measurement is not performed commonly in clinical practice \[[@R12],[@R21]\]. It is also rarely performed by medical trainees \[[@R11],[@R22]\]. Instead, 'casual' measurement, in which standardized methodology is not followed, is common. Casual measurement typically leads to higher variability, overestimation of SBP by 5--10 mmHg, and poorer correlation with hypertension related end-organ damage \[[@R10],[@R11],[@R15],[@R23]\].

Multiple causes of inaccuracy exist and can be categorized into patient-related, procedure-related, equipment-related, or observer-related (Table [3](#T3){ref-type="table"}) \[[@R24]\]. Poorly performed auscultation is responsible for much of the error \[[@R10],[@R15]\]. Major barriers to standardized BP measurement include insufficient attention paid to optimal technique, lack of observer education, competing demands and observer time constraints, and use of inaccurate equipment \[[@R8],[@R14],[@R25]\]. Common observer-related errors in the clinical setting include failure to include a 5-min rest period, talking during the measurement procedure, using an incorrect cuff size, and failure to take multiple or bilateral measurements \[[@R12],[@R23]\]. Time constraints are a particularly common reason for casual measurements, as a casual reading takes about 2 min to perform versus 8 min for a standardized measurement \[[@R12],[@R26]\]. Physician readings are higher than nurse readings, which has been attributed to incremental white-coat effect \[[@R27]\]. Ultimately, the observer is responsible for performing a proper measurement and ensuring to the greatest extent possible that all of the potential causes of inaccuracy are avoided.

ADVANTAGES OF AUTOMATED BLOOD PRESSURE MEASUREMENT
==================================================

Use of automated BP measurement is also supported by many foundational prognostic and therapeutic studies in the field of hypertension \[[@R17]--[@R19]\]. Its major advantage is that it reduces observer error by automating the BP measurement process. Accordingly, less observer expertise is needed, auscultatory training is not required, and the observer can focus on mastering a smaller number of essential aspects of BP measurement \[[@R28]\]. Automated BP could improve BP measurement technique even further if devices programmed to take BP in a guideline-concordant fashion were available. Examples include electronically displayed step-by-step instructions to remind observers of proper technique and auto-controlled initiation sequences that require a timed rest period before the first reading is performed.

An additional, and critically important advantage of automated BP, although beyond the immediate focus of this position paper, is that it enables many measurements to be taken in the out-of-clinic setting in the usual environment of each individual. Out-of-clinic measurement includes 24-h ambulatory monitoring and home BP monitoring and leads to much better assessment of usual BP because, in addition to eliminating observer error, it eliminates white-coat (high clinic but normal out-of-office BP) and detects masked hypertension (normal clinic but high out-of-office BP) phenomena. Indeed because of the existence of white-coat, and masked hypertension effect, which affect 9--24 and 9--17% of untreated and treated individuals, respectively, even meticulously performed standardized office BP may not be representative of usual BP \[[@R29]\]. Contemporary guidelines recommend confirming the diagnosis of hypertension with out-of-office BP measurements and treating masked, but not white-coat, hypertension \[[@R30]\].

Twenty-four-hour ambulatory and home BP monitoring are far superior to clinic measurements in terms of their ability to predict cardiovascular events \[[@R31],[@R32]\]. 24-h BP monitoring is the gold standard for diagnosing hypertension and home BP monitoring is ideal for performing long-term follow-up monitoring of treated hypertensive patients, especially when coupled with nurse or pharmacist case management \[[@R33]--[@R36]\]. If resources allow, use of both of these measurement methods is highly recommended \[[@R30],[@R35],[@R37],[@R38]\]. Both out-of-clinic measurement modalities require proper technique, and healthcare professionals must understand that home BP monitoring requires patient training in order to be effective in improving clinical decisions \[[@R33],[@R36],[@R39]\].

As mentioned above, AOBP offers the ability to perform three to five unattended, sequential BP measurements and auto-calculate the mean \[[@R40]\]. AOBP is a subtype of fully automated BP measurement; the critical distinction is that sequential readings are automated. Practically, this means the observer is required to initiate only the first reading of the sequence; she or he can then leave and return when the entire sequence is finished (as opposed to remaining in the room to initiate each sequential measurement). Use of AOBP, particularly when performed when the patient is alone in the room, facilitates a more standardized measurement process (e.g. no talking, multiple automated measurements taken sequentially). Consequently, the AOBP technique is associated with reduced white-coat effect \[[@R40],[@R41],[@R42]--[@R44]\]. AOBP requires additional space and time and the cost of AOBP devices is also 5-fold to 10-fold higher than regular automated (home) devices, which also limits use in the LMIC setting. However, if these barriers are not present, use of AOBP should be considered to enable greater standardization of in-clinic BP measurements.

Some automated devices have been specifically designed for use in the LMIC setting \[[@R45]--[@R47]\].

AUTOMATED DEVICE ACCURACY
=========================

An important issue with automated devices is that many have not been clinically validated for measurement accuracy \[[@R48]\]. Clinical validation involves demonstrating that the device meets the accuracy requirements of international BP measurement standards \[[@R49]\]. This process involves performing a protocol-based comparison using multiple measurements against a blinded, two-observer auscultatory reference standard. To maximize accuracy, only validated devices should be used in clinical practice \[[@R50]\].

In some individuals, even validated devices may produce BP measurements that differ substantially from auscultation; this may result from variations in algorithm performance and/or arterial wall properties \[[@R51],[@R52]\]. For this reason, it is desirable to ensure that a specific device is performing well in a specific patient. Unfortunately, there is no consensus on how to do this in an efficient and feasible manner that is applicable in clinical practice. This issue is discussed in further detail elsewhere \[[@R53],[@R54]\].

OBSERVER TRAINING TO IMPROVE CLINIC BLOOD PRESSURE MEASUREMENT
==============================================================

Observer training has been proposed as a solution to poor measurement technique. Training programs leading to short-term success in improving measurement technique have been described, all emphasizing the fundamentals of proper BP measurement (Table [2](#T2){ref-type="table"}), and varying in their delivery format, from web-based to in-person, and in length, from 30  min to full-day sessions \[[@R55]--[@R57]\]. Clearly, shorter, web-based programs are preferred because of their practical advantages, lower cost and scalability. Beyond observer training alone, bundled quality improvement programs that combine use of automated office BP measurement with provider education on proper measurement and advice on clinical workflow improvement have been examined and shown to increase use of automated measurement and reduce terminal digit preference \[[@R58]\]. Additional approaches that have been proposed include training patients to recognize when their care providers are performing improper measurement and having regulatory agencies enforce use of standardized measurement, but the practical implementability of these propositions is uncertain \[[@R59],[@R60]\].

A trained nurse with auscultatory expertise can approximate daytime ambulatory BP, a commonly used reference standard, better than automated devices \[[@R61]\]. However, the generalizability of this finding to an observer with less expertise undergoing a single training seminar, in the LMIC setting or otherwise, is likely to be low. Auscultation appears to be particularly difficult to perform in a uniform manner over time. The inter-observer variability of auscultatory BP measurements between expert observers was minimized by repeated training sessions, validating the importance of retraining \[[@R62]\]. However, following each training session, between-observer variability increased after just 1--2 months, indicating that very frequent re-training is required to maintain auscultatory skills. These data indicate that training requirements are greater over the short-term and long-term if the auscultatory technique is used, which is not feasible for widespread implementation, particularly in the LMIC setting. Accordingly, use of automated devices is recommended to minimize additional training requirements.

Overall, training improves BP measurement practices over the short term and retraining is required to maintain skills over the long term. The optimal frequency of retraining is unclear. As a practical compromise, to avoid a burdensome retraining schedule yet ensure relatively frequent refreshment of skills, retraining is recommended at least annually.

ADDITIONAL CHALLENGES TO OPTIMIZING CLINIC BLOOD PRESSURE MEASUREMENT IN THE LOW-TO-MIDDLE-INCOME SETTING
=========================================================================================================

Additional challenges exist in LMIC settings and many are not easily solved. These are summarized in Table [4](#T4){ref-type="table"}, together with proposed solutions.

RECOMMENDATIONS FOR OPTIMIZING OBSERVER PERFORMANCE IN BLOOD PRESSURE MEASUREMENT AND FOR STAKEHOLDER IMPLEMENTATION
====================================================================================================================

Recommendations for optimizing observer performance in BP measurement and stakeholder implementation are listed in Fig. [2](#F2){ref-type="fig"} and focus on performing simplified, standardized measurements using validated semi-automated or automated devices in a properly configured setting, and ensuring proper observer training and periodic retraining. Task-sharing by training nonphysician healthcare or lay providers, such as nurses and community health workers to perform measurement, is strongly advised because it frees physicians, who are in short supply relative to other healthcare providers, to perform other work and also reduces white-coat effect \[[@R27],[@R63],[@R64]\]. Task shifting alone may not improve BP control if clinics are overburdened, equipment is unreliable, or antihypertensive therapy is unavailable \[[@R65]\]. The core curricula of healthcare professional schools and postgraduate training programs should include standardized training and performance testing in blood pressure measurement.

![Recommendations for optimizing observer performance in clinic blood pressure measurement and for stakeholder implementation.](jhype-37-1737-g002){#F2}

FUTURE DIRECTIONS
=================

Given the importance of proper observer training, programs are needed to assist observers in acquiring the necessary skills to perform proper BP measurement. To this end, training courses that provide certification in standardized measurement, endorsed by prominent national and international organizations working in the field, would encourage and substantiate best measurement practices. The World Hypertension League has developed resources to assist providers to perform BP screening \[[@R66]\]. Proper BP measurement Certification programs should not be onerous and need to be simple, brief, multilingual, low-cost (ideally, free), easily repeatable and widely accessible. Research is needed to identify the best methods of delivering training, and further work is required to identify how and where training and certification could be best performed and if certification should be required.

CONCLUSION
==========

Given the enormous, and increasing, global burden of hypertension, the need to improve all aspects of prevention, detection, treatment and control is clear \[[@R4]\]. The importance of proper BP measurement to optimal hypertension diagnosis and management cannot be overemphasized. Much of the error in BP measurement is within the control of the observer. Therefore, simplifying, standardizing, and automating measurement practices and ensuring proper observer education, training and certification is needed. Even these relatively straightforward recommendations can be challenging to implement, but they have the potential to markedly improve detection and management of hypertension across the world. Given the importance of accurate BP assessment, and the lack of impact of previous efforts to train healthcare workers, consideration should be given to regular certification in BP assessment.
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###### Supplemental Digital Content

Abbreviations: AOBP, automated office blood pressure; BP, blood pressure; LMIC, low-to-middle-income countries

###### 

Blood pressure measurement methods commonly used in clinical practice

  Measurement method                  Comment
  ----------------------------------- --------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------
  Direct (intra-arterial)             Commonly used in the critical care setting, where detecting short-term BP changes is essential.
  Indirect                            Commonly used outside of the critical care setting. Upper arm cuff BP measurement is preferred.
  Auscultation                        A good technique, if performed optimally, because SBP and DBP correspond to distinctly detectable physiological phenomena -- the appearance and disappearance of the Korotkoff sounds, respectively. However, rarely performed properly in clinical practice, which is a major limitation. Can be performed using a mercury, aneroid, or electronic sphygmomanometer. Mercury has been banned in many jurisdictions and aneroid sphygmomanometers contain moving parts that require frequent calibration, which is often not performed, limiting accuracy over time. Simultaneous, two-observer, blinded, auscultatory measurement performed according to standardized methods using a mercury sphygmomanometer and a proper bladder size is the reference standard for BP validation studies but is too impractical for clinical practice.
  Semi-automated or fully automated   Both approaches typically use the oscillometric technique, although, rarely, a fully automated device may employ electronic auscultation or both. Semiautomated devices are not commonly used but may be advantageous in LMIC settings as inflation is performed manually (obviating the need for a power source). Semiautomated deflation is device-controlled. Fully automated devices control both inflation and deflation. An important issue with automated devices is that many available on the market have not been properly validated for measurement accuracy. Major advantages of automated BP measurement that make it the preferred technique to use in the clinic include simplification of the measurement process and elimination of observer-related errors in auscultation. Automated office BP (AOBP) measurement offers the ability to take multiple, sequential, unobserved measurements (reducing white-coat effect), but these devices are relatively costly and may require more space and time in the clinical visit -- further research to define their role is needed. Outside of the clinic setting, automated home and ambulatory BP measurement modalities provide superior diagnostic and prognostic capabilities relative to clinic measurements, including detection of white-coat and masked hypertension effect. If resources allow, use of AOBP, home and ambulatory BP measurement is recommended. A disadvantage is that the oscillometric technique indirectly estimates BP (i.e. no discrete 'oscillometric' physiological phenomena that herald the occurrence of systole and diastole exist) and is less accurate in some patients. In addition, the proprietary nature of the algorithm makes it difficult to consider oscillometry as a singular measurement method and makes device (and algorithm) validation a critically important consideration in automated device selection for clinical use.

BP, blood pressure; LMIC, low-to-middle-income countries.

###### 

Essential elements of performing a standardized clinic blood pressure measurement

  Element                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                             Comment
  --------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------- -----------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------
  Device                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                              
   Use a calibrated (for aneroid devices) or clinically validated (for automated devices) instrument.                                                                                                                                                                                                                                                                                                                                                                                                                                                 Mercury columns should be at zero when at rest and the mercury column should be fully intact and readable. Aneroid devices require regular calibration. Electronic devices should be validated against two-observer mercury-based auscultation in an independently performed clinical study using an internationally accepted protocol. Validated device listings are available at https://bihsoc.org/bp-monitors and https://hypertension.ca/hypertension-and-you/managing-hypertension/measuring-blood-pressure/devices/.
  Preparation and positioning                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                         
   Aneroid devices or mercury columns should be clearly visible at eye level.                                                                                                                                                                                                                                                                                                                                                                                                                                                                         
   The patient should be resting comfortably in a quiet environment for 5 min in a chair in the seated position, back-supported, legs uncrossed, feet flat on the floor, and the arm supported with the BP cuff at heart level.                                                                                                                                                                                                                                                                                                                       There should be no talking by the patient or observer during the entire measurement procedure. The patient should have an empty bladder and not have eaten, ingested caffeine, smoked, or engaged in physical activity at least 30 min prior to the measurement.
  Cuff                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                
   Inflatable bladder width should be about 40% of arm circumference and bladder length should be about 80--100% of arm circumference. For electronic devices, select cuff size as recommended by the manufacturer.                                                                                                                                                                                                                                                                                                                                   Using too large a cuff leads to falsely low readings and using too small a cuff, falsely high readings. Markings on the cuff clearly indicate the ideal arm circumferences appropriate for the cuff size.
   For auscultation, the lower edge of the cuff should be 2--3 cm above the elbow crease and the bladder should be centered over the brachial artery. For electronic devices, place the cuff as recommended by the manufacturer.                                                                                                                                                                                                                                                                                                                      
  Procedure                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                           
   For auscultation, increase the pressure rapidly to 30 mmHg above the level at which the brachial or radial pulse is extinguished, place the stethoscope head over the brachial artery, deflate the cuff by approximately 2 mmHg per heartbeat, and determine systolic (appearance of Korotkoff sounds) and diastolic (disappearance of Korotkoff sounds). If the Korotkoff sounds persist towards zero, use the point of muffling of the sounds to indicate DBP. For automated devices, initiate the measurement as per the device instructions.   Record the BP to the closest 2 mmHg for auscultation or exactly as displayed on the screen of an automated device. Avoid terminal digit preference (rounding up or down to a zero or five for the last digit). On the initial visit, readings should be taken in both arms and the arm with the higher BP should be used for subsequent measurements. Two or more readings should be taken at each visit and the mean calculated and used for making clinical decisions.

Data from \[[@R5]\].

###### 

Major sources of error during blood pressure measurement

  Source                                                                                Range of mean error in SBP (mmHg)                Range of mean error in DBP (mmHg)
  ------------------------------------------------------------------------------------- ------------------------------------------------ ------------------------------------------------
  Patient-related                                                                                                                        
   Acute meal ingestion                                                                 −6                                               −5 to −2
   Acute caffeine use                                                                   +3 to +14                                        +2 to +13
   Acute nicotine use                                                                   +3 to +25                                        +3 to +18
   Bladder distension                                                                   +4 to +33                                        +3 to +19
   White-coat effect                                                                    Up to +26                                        Up to +21
  Procedure-related                                                                                                                      
   Insufficient rest                                                                    +4 to +12                                        +2 to +4
   Legs crossed at knees                                                                +3 to +15                                        +1 to +11
   Arm lower than heart level                                                           +4 to +23                                        +3 to +12
   Talking during measurement                                                           +4 to +19                                        +5 to +14
   Fast deflation rate                                                                  −9 to −3                                         +2 to +6
  Equipment-related                                                                                                                      
   Automated device variability[^a^](#TF3-1){ref-type="table-fn"}                       −4 to +17                                        −8 to +10
   Too small a cuff                                                                     +2 to +11                                        +2 to +7
   Too large a cuff                                                                     −4 to −1                                         −5 to −1
  Observer-related                                                                                                                       
   Terminal digit preference for zero (rounding off during auscultatory measurements)   Up to 79% over-representation of terminal zero   Up to 79% over-representation of terminal zero
   Reliance on a single measurement                                                     +3 to +10                                        −2 to +1
   Hearing deficit                                                                      −2 to −0.1                                       +1 to +4

Data from \[[@R24]\].

^a^To optimize automated device accuracy, use a validated device.

###### 

Challenges to and potential solutions for optimizing clinic blood pressure measurement in the low-to-middle-income setting

  Challenges                                                                                                                                                                                                            Proposed solution
  --------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------- --------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------
  Lack of prioritization of and funding for hypertension care and proper BP measurement, including provider reimbursement, programmatic funding, and equipment.                                                         Increased advocacy and recognition of the importance and scope of the problem.
  Limited observer education and training in standardized BP measurement.                                                                                                                                               Training that is easily accessible and affordable. Eliminate the need for expertise in auscultation, and errors resulting from poorly performed auscultation, by using semi-automated or fully automated devices.
  High provider workload and limited time to perform proper measurement, including between-patient cuff changes. Lack of dedicated clinic space to perform BP measurements.                                             Simplify measurement practices by modifying workplace ergonomics to facilitate best measurement practices (e.g. have a dedicated BP measurement station including a chair with arm-rest, even if not in a segregated clinical space, and arrange furniture to optimize patient and observer position).
  Lack of availability of inexpensive, easily operable, clinically validated automated BP devices necessitating use of auscultation.                                                                                    Increased advocacy and awareness of the need for clinical validation and low-cost devices. Encourage manufacturers to market low-cost clinic, home, and ambulatory devices.
  Lack of availability of BP device accessories, including batteries and additional cuffs. Lack of proper environmentally responsible battery disposal mechanisms. Limited and/or lack of access to electrical power.   Choose validated semi-automated or solar-charged device overcome requirements for batteries or electrical power. A reasonable compromise if only one cuff size is available is to choose the cuff size that is considered optimal for most of the patients seen in that clinical setting.
  Extremely high environmental temperatures in some regions that may theoretically affect the performance of BP devices.                                                                                                Requires further study.

BP, blood pressure.
